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Message Text 


PAGE 01 STATE 117964 
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ORIGIN HEW-06 

INFO OCT-01 ARA-10 EUR- 12 ISO-OO AID-05 CEQ-01 CIAE-00 
OFA-01 COME-OO DODE-OO EB-07 EPA-04 INR-07 10-10 L-02 
NSF-02 NSC-05 NSAE-00 PM-03 USIA-15 OES-05 SS-15 
SP-02 FEA-01 /1 14 R 
66613 

DRAFTED BY: DHEW/FDA/JRWEINROTH 
APPROVED BY: OES/SCI/BMP:MBEAUBIEN 
DHEW/OIH/MACODDING 
ARA/MEX:GFALK (INFO) 

EUR/NE:PFCANNEY (INFO) 

1 14654 

R 202234Z MAY 75 
FM SECSTATE WASHDC 
TO AMEMBASSY MEXICO 
AMEMBASSY STOCKHOLM 

UNCLAS STATE 1 17964 

E.O. 11652: N/A 

TAGS: OGEN ETRD TBIO MX SW 

SUBJ: FDA ADVISORY - DEFECTIVE TELEVISION PROJECTORS - 
EXCESSIVE RADIATION 

1. FDA ADVISES THAT THE FOLLOWING TELEVISION PROJECTORS MAGNA 
IMAGE I MONOCHROME, SERIAL NOS. 1001 THROUGH 1 135 AND THE MAGNA 
IMAGE III H COLOR, SERIAL NOS. 31 THROUGH 60 MANUFACTURED BY 
IMAGE MAGNIFICATION. INC., 538 BLOOMFIELD AVENUE, VERONA, NEW 
JERSEY 07044, ARE DEFECTIVE IN THAT EXCESSIVE RADIATION HAS BREN 
MEASURED FROM EACH MODEL. LEVELS UP TO 1.25 MR/HR AT 5 CM FROM 
THE SURFACE WERE RECORDED FROM THE MAGNA IMAGE III PROJECTOR AT 
THE LEFT SIDE OF THE RED CRT HOUSING (AS VIEWED FROM THE REAR), 

AND UP TO 5.0 CM MR/HR FROM THE MAGNA IMAGE I PROJECTOR AT THE 
RIGHT SIDE OF THE CRT COVER (AS VIEWED FROM THE REAR). IN ADDITION. 
THERE WAS A LACK OF CERTIFICATION LABELS AFFIXED TO EITHER MODEL. 
UNCLASSIFIED 
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2. A CORRECTIVE ACTION PLAN APPROVED BY THE BUREAU OF RADIOLOGICAL 
HEALTH ON JANUARY 24, 1975 CONSISTS OF (1) INSTALLING LEAD PATCHES 
BEHIND THE INDENTED ID TAGS, (2) INSTALLING A 0.006 INCH LEAD LINER 

TO THE INNER SURFACE OF THE MAIN COVER, (3) INSTALL A LEAD LINER 
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TO THE INSIDE OF THE NOSE CONE, AND (4) AFFIXING THE REQUIRED 
CERTIFICATION LABEL. 

3. FOREIGN CONSIGNEES, AS FOLLOWS: 

MAGNA IMAGE I: 

A. SPANISH INTERNATIONAL NETWORK, MEXICO, SERIAL NOS. 1010, 1011, 

1013, 1078, 1094, 1095, 1096, 1097, 1098, 1099. 

B. HISO, S.A., MEXICO, SERIAL NO. 1041. 

C. TELESISTIMA, MEXICO, SERIAL NO. 1047. 

D. TELEVISA, S.A., MEXICO, SERIAL NO. 1089, 1090, 1091, 1092, 

1093, 1100, 1101, 1102, 1103. 

E. S.T.V. KONSULT, STOCKHOLM, SWEDEN, SERIAL NO. 1 121. 

MAGMA IMAGE III H: 

A. UNIVERSITY OF MONTEREYN MEXICO, SERIAL NO. 31. 

B. SPANISH INTERNATIONAL NETWORK, MEXICO, SERIAL NO. 34, 45, 46, 

47, 48,49, 50,51,52,53,54. 

C. TELEVISA, S.A., MEXICO, SERIAL NO. 38, 39, 42, 43, 44, 55, 56, 

57, 58, 59. 

4. POSTS ARE REQUESTED TO CONTACT FOREIGN CONSIGNEES TO DETERMINE 
IF THEY ARE FAMILIAR WITH DEFECTS AND CORRECTIVE ACTION TO BE 
TAKEN. POSTS SHOULD REQUEST CONSIGNEE TO CONTACT MANUFACTURER 
IF ANY QUESTIONS SHOULD ARISE. IN ADDITION, THEY ARE REQUESTED 

TO ADVISE BOTH SPANISH INTERNATIONAL NETWORK AND TELEVISA, S.A. 

TO NOTIFY THEIR SUBCONSIGNEES IN SAO PAULO, BRAZIL, EL SALVADOR 
AND OTHER AREAS IN THE SOUTH AND CENTRAL AMERICA CONCERNING THIS 
ADVISORY. END. INGERSOLL 
UNCLASSIFIED 
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UNCLASSIFIED 


« END OF DOCUMENT » 
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Current Classification: UNCLASSIFIED 

Concepts: ELECTRONIC EQUIPMENT, NUCLEAR HAZARDS, NUCLEAR TESTS, TELEVISION SYSTEMS 

Control Number: n/a 
Copy: SINGLE 
Draft Date: 20 MAY 1975 
Decaption Date: 01 JAN 1960 
Decaption Note: 

Disposition Action: n/a 
Disposition Approved on Date: 

Disposition Authority: n/a 
Disposition Case Number: n/a 
Disposition Comment: 

Disposition Date: 01 JAN 1960 
Disposition Event: 

Disposition History: n/a 
Disposition Reason: 

Disposition Remarks: 

Document Number: 1975STATE1 17964 

Document Source: ADS 

Document Unique ID: 00 

Drafter: DHEW/FDA/JRWEINROTH 

Enclosure: n/a 

Executive Order: N/A 

Errors: n/a 

Film Number: D7501 78-001 6 
From: STATE 
Handling Restrictions: n/a 
Image Path: 

ISecure: 1 

Legacy Key: Iink1975/newtext/t1 975051 03/baaaakfq.tel 

Line Count: 96 
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Original Handling Restrictions: n/a 
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Review Authority: SmithRJ 
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Review Release Date: N/A 
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Review Transfer Date: 
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